
910 

40 CFR Ch. I (7–1–14 Edition) § 60.2130 

minute average opacity values, unless 
you are required to install a contin-
uous opacity monitoring system, con-
sistent with §§ 60.2145 and 60.2165. 

(j) You must determine dioxins/ 
furans total mass basis by following 
the procedures in paragraphs (j)(1) 
through (3) of this section. 

(1) Measure the concentration of each 
dioxin/furan tetra-through octa- 
chlorinated isomer emitted using EPA 
Method 23 at 40 CFR part 60, appendix 
A–7. 

(2) Quantify isomers meeting identi-
fication criteria 2, 3, 4, and 5 in Section 
5.3.2.5 of Method 23, regardless of 
whether the isomers meet identifica-
tion criteria 1 and 7. You must quan-
tify the isomers per Section 9.0 of 
Method 23. (Note: You may reanalyze 
the sample aliquot or split to reduce 
the number of isomers not meeting 
identification criteria 1 or 7 of Section 
5.3.2.5.) 

(3) Sum the quantities measured in 
accordance with paragraphs (j)(1) and 
(2) of this section to obtain the total 
concentration of dioxins/furans emitted 
in terms of total mass basis. 

[65 FR 75353, Dec. 1, 2000, as amended at 76 
FR 15453, Mar. 21, 2011; 78 FR 9181, Feb. 7, 
2013] 

§ 60.2130 How are the performance 
test data used? 

You use results of performance tests 
to demonstrate compliance with the 
emission limitations in table 1 of this 
subpart or tables 5 through 8 of this 
subpart. 

[76 FR 15453, Mar. 21, 2011] 

INITIAL COMPLIANCE REQUIREMENTS 

§ 60.2135 How do I demonstrate initial 
compliance with the emission limi-
tations and establish the operating 
limits? 

You must conduct a performance 
test, as required under §§ 60.2125 and 
60.2105 to determine compliance with 
the emission limitations in table 1 of 
this subpart or tables 5 through 8 of 
this subpart, to establish compliance 
with any opacity operating limit in 
§ 60.2110,and to establish operating lim-
its using the procedures in §§ 60.2110 or 
60.2115. The performance test must be 
conducted using the test methods list-

ed in table 1 of this subpart or tables 5 
through 8 of this subpart and the proce-
dures in § 60.2125. The use of the bypass 
stack during a performance test shall 
invalidate the performance test. You 
must conduct a performance evalua-
tion of each continuous monitoring 
system within 60 days of installation of 
the monitoring system. 

[76 FR 15453, Mar. 21, 2011] 

§ 60.2140 By what date must I conduct 
the initial performance test? 

(a) The initial performance test must 
be conducted within 60 days after your 
CISWI unit reaches the charge rate at 
which it will operate, but no later than 
180 days after its initial startup. 

(b) If you commence or recommence 
combusting a solid waste at an existing 
combustion unit at any commercial or 
industrial facility, and you conducted a 
test consistent with the provisions of 
this subpart while combusting the solid 
waste within the 6 months preceding 
the reintroduction of that solid waste 
in the combustion chamber, you do not 
need to retest until 6 months from the 
date you reintroduce that solid waste. 

(c) If you commence combusting or 
recommence combusting a solid waste 
at an existing combustion unit at any 
commercial or industrial facility and 
you have not conducted a performance 
test consistent with the provisions of 
this subpart while combusting the solid 
waste within the 6 months preceding 
the reintroduction of that solid waste 
in the combustion chamber, you must 
conduct a performance test within 60 
days commencing or recommencing 
solid waste combustion. 

[65 FR 75353, Dec. 1, 2000, as amended at 76 
FR 15453, Mar. 21, 2011; 78 FR 9181, Feb. 7, 
2013] 

§ 60.2141 By what date must I conduct 
the initial air pollution control de-
vice inspection? 

(a) The initial air pollution control 
device inspection must be conducted 
within 60 days after installation of the 
control device and the associated 
CISWI unit reaches the charge rate at 
which it will operate, but no later than 
180 days after the device’s initial start-
up. 

(b) Within 10 operating days fol-
lowing an air pollution control device 
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